Objectives-To explore the use of a pyroelectric polymer (PEP) film as a transducer for a simple respiratory rate monitor and to evaluate the transducer in a laboratory situation. Methods-Laboratory evaluation of a new pyroelectric transducer for measurement of respiratory rate. Results-The amplified output from the pyroelectric film produced an excellent respiratory trace when used on a normal spontaneously breathing subject. The transducer is cheap, robust, and reliable. Conclusions-PEP films have the potential to be used as cheap and effective transducers in respiratory rate monitors for non-intubated patients. In the laboratory, they have many desirable characteristics which should now be evaluated in a clinical setting. (JAccid Emerg Med 1999;16:26-28) 
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Respiratory rate is one of the most important physiological parameters. It is a component of most medical and nursing records and is used in many clinical scoring systems. Extremes of respiratory rate indicate the need for urgent intervention.' 2 Moreover, without this parameter, it is impossible to calculate the revised trauma score. This has caused problems for major trauma outcome studies in both the US' and the UK, where, in 1995, 60% of trauma patients did not have their initial respiratory rate recorded (personal communication).
Until the widespread introduction of capnography in the last decade, the measurement of respiration in clinical medicine was dependent on observation alone, although this is known to be highly inaccurate.4 5The ability to monitor cyclical changes in carbon dioxide concentration with an infrared transducer provided a reliable way of measuring respiratory rate in a patient with an endotracheal tube in situ.
There remains, however, an acknowledged need to monitor respiration in the nonintubated patient.6 Capnography has recently been used for this purpose but a nasal cannula is required to allow accurate sampling of exhaled air.8 Moreover, the equipment is delicate, expensive, and requires frequent calibration. In the early part of this decade, electrocardiographic (ECG) monitors came onto the market which used changes in transthoracic impedance to detect respiration.
Their apparent simplicity of use-they require only the standard ECG electrodes for both ECG and respiration monitoring-led to calls for their widespread introduction.6 10 Unfortunately, there are several problems with impedance monitors in clinical usage: * They are extremely sensitive to patient movements.
* They have slow response times. * The respiratory tracing is usually of poor quality. * They are very slow to recognise apnoea. Many other methods of monitoring respiration have been described but have also been unsuitable for the clinical situation. These have included more sophisticated impedance pneumography," nasal thermocouples,'2 acoustic sensors,"'5 fibreoptic sensors,""'5 extensometers, 9 and signal processing ofphotoplethysmographic and other pulse waveforms.20 21 Ten years ago pyroelectric polymers (PEPs) became readily available. These thin plastic films are self exciting materials which respond to changes in temperature (pyroelectric effect) and also to changes in pressure (piezoelectric effect). As pyroelectric transducers, they were studied by scientists in many disciplines and researchers noted that if a small piece of PEP was incorporated into a face mask it could be used to monitor the respiratory cycle. 22 
OUTPUT
The amplified output of the system described above (on a subject with a normal respiratory pattern) is shown in fig 2. The Y axis is in volts (10 volts full scale). The X axis is labelled in ms to reflect the sampling rate. Similar traces were obtained with other normal subjects.
Discussion
The PEP film transducer provides a respiratory tracing which is equal in sensitivity and response times to the output from a capnograph. The film is easily attached to the inside of a standard face mask and, in this nonclinical trial, was not disturbed by the flow of oxygen. As the transducer is self exciting, no power supply is necessary and the wire to the monitor can be led out along the oxygen tubing. Only a small piece of the film is required and this is so cheap (10.50) 
Summary
Respiratory rate should be measured in all patients who are suffering from: acute illness; major injury; and the effects of sedation or general anaesthesia.
Capnography is the ideal method in those patients who have an endotracheal tube in situ. For patients who are not intubated, the introduction of PEP films has provided the material to make cheap and reliable respiratory transducers for use in face masks-a new answer to a very old problem.
